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DOI: 10.1039/b921914eA rapid and simultaneous separation of cationic and anionic peptides and proteins in a glass
microfluidic device that has been covalently modified with a neutral poly(ethylene glycol) (PEG)
coating to minimize protein adsorption is presented. The features of the device allow samples that
contain both anions and cations to be introduced from a central flow stream and separated in different
channels with different outlets—all in the presence of low electroosmotic flow (EOF) imparted by the
PEG coating. The analytes are electrophoretically extracted from a central hydrodynamic stream and
electrophoretically separated in two different channels, in which pressure driven flow has been
suppressed through the use of hydrodynamic restrictors. Having different outlets for the
electrophoretic separation channels that are spatially separated from the injection enables coupling
with further downstream functionalities or off-chip detection, such as mass spectrometry. A plug of
charged analyte is hydrodynamically pumped to the sampling intersection and anions from the plug
migrate electrophoretically toward the anode in one channel while cations migrate toward the cathode
in the other channel due to suppressed EOF from the PEG coating. The separations presented here
required less than a minute to complete and produced average separation efficiencies of up to about
3,500 plates from a separation length of 2 cm. The extraction efficiency of both cations and anions from
the hydrodynamic stream is determined experimentally and compared with a previously reported
model that was used to determine anion extraction efficiency. The extraction efficiency is determined to
be 87% and 98% for the two sample mixtures analyzed, and the values predicted by the model are within
3.5% of the experimental data. It is anticipated that this basic approach for simultaneous separation of
anions and cations with reduced EOF will be integrated into larger microfluidic systems because the
design provides separate outlets that can feed downstream processes or linked to off-chip detection.Introduction
Capillary electrophoresis (CE) and the analogous method,
microchannel electrophoresis (ME), can provide separations
with unparalleled efficiencies. ME differs from CE by the channel
intersections around which solutions can be steered electro-
kinetically. As a result, the intersections and electrokinetic
steering allow the highly efficient separations to be integrated
with multiple processes such as sample preconcentration,1–5
digestion,6–9 and purification6–10 as well as multidimensional
separations,11–13 in microfluidic systems. Additionally, the mini-
aturization and integration of these systems reduce sample and
reagent consumption while having less contamination and
sample loss compared to traditional methods. Lastly, miniatur-
ization of these methods onto microfluidic platforms is beneficial
because they are potentially disposable, have fast analysis times,
and provide high throughput.14
Currently, there is a need for improved protein separations
and downstream sample processing in proteomics. Proteomics,
as a field, is instrumentally limited and could benefit fromaC. Eugene Bennett Department of Chemistry, West Virginia University,
Morgantown, WV, 26506, USA
bDepartment of Physics, West Virginia University, Morgantown, WV,
26506, USA
This journal is ª The Royal Society of Chemistry 2010improved methods for the separation and identification of
peptides and proteins from complex mixtures. An aim of pro-
teomics is to characterize as many proteins as possible in
a sample and determine their function in the biological system as
a whole,15 which is at best a challenging task with current tech-
nologies. A typical proteomic investigation can range from the
comprehensive analysis of whole cell lysates to the analysis of
protein complexes.16–24 As a result, proteomic samples are
extremely complex due to the wide dynamic range and the diverse
nature of proteins in the sample. The diverse nature of proteins
stems from the different functional groups associated with the
various amino acids. Any particular protein will generally
contain residues with hydrophobic, hydrophilic, polar, non-
polar, acidic and basic functional groups. Due to the vast array
of acidic and basic functional groups that can be present in
a protein, a typical proteomic sample at near neutral pH will
contain a mixture of positive and negative proteins. Therefore,
methods to simultaneously separate cations and anions, such as
CE and ME, are frequently used, although separation by these
free solution methods is not without challenges.
Non-specific adsorption of proteins to the microchannel or
capillary walls and difficulty in maintaining protein solubility are
two considerable challenges encountered when analyzing
proteins with CE or ME. To reduce non-specific adsorption to
the microchannel or capillary walls, numerous coatings haveAnalyst, 2010, 135, 1351–1359 | 1351
Fig. 1 A schematic of the microfluidic device is shown. Sample is loaded
into reservoirs A and C. A sample plug is formed at the double-tee
intersection and the plug is hydrodynamically pumped past the cross-
intersection with the electrophoretic channels. The hydrodynamic
restrictors (HDRs), shown in blue, reduce the hydrodynamic flow to
a negligible level in the electrophoretic separation channels. The orange
regions labeled I1 and I2 are used to experimentally determine the
extraction efficiency. Reservoir D serves as an outlet for the hydro-
dynamic flow. The electropherograms are obtained by monitoring the
































































View Onlinebeen developed that reduce the interaction of the proteins with
the surface. Two general approaches have been developed that
utilize either positive coatings and low pH or neutral coatings
with pH values near or above neutral. When positive coatings are
used the pH is lowered to increase the positive charge on the
proteins, thereby increasing the electrostatic repulsion between
the proteins and the surface.25–29 However, lower pH values
decrease the protein solubility, particularly for proteins with
a molecular mass >20 kDa.28,30,31 In addition, the use of the
positive coating creates a highly charged wall that produces
a large EOF, which provides simultaneous detection of anions
and cations but also introduces a substantial separation bias.32
In this case, with anodic EOF, the separation bias reduces the
separation time for the anions, which must elute before the
neutral marker, and increases the separation time for the cations
that elute after the neutral marker.
Another common approach is to use neutral hydrophilic
coatings at pH values $7. Many coatings have been used, but
those made from PEG and poly(ethylene oxide) (PEO) have been
shown to have excellent resistance to interactions with
proteins.33–38 Often these coatings are made permanent through
covalent modification, which also provides an additional
advantage in that they do not interfere with detection strategies,
like mass spectrometry (MS), that are routinely used for protein
and peptide identification and sequencing.34 While these coatings
are excellent at resisting protein adsorption, they also concomi-
tantly minimize the magnitude of the EOF to levels below the
electrophoretic mobility of most analytes. Thus, the simulta-
neous separation of anions and cations using standard CE or ME
formats is prevented.
To enable the use of capillaries with suppressed EOF while
maintaining the ability to simultaneously analyze both cations
and anions, a clever approach called dual-opposite injection
capillary electrophoresis (DOI-CE) was developed.32,39–48 To
perform a separation with DOI the cations are injected at the
anodic reservoir and the anions are injected at the cathodic
reservoir. When an electric field is applied across the capillary,
the cations and anions migrate toward each other after being
injected at opposite ends of the capillary. Typically the analytes
are detected at a single point that is generally in the middle of the
capillary. This technique can remove the separation bias asso-
ciated with traditional CE separations.32 However, the possibility
exists for co-detection of positive and negative analytes if they
pass the detection point at the same time. Placement of the
detector can be optimized to minimize co-detection, but it
requires multiple runs, making it impractical for applications in
which sample is limited or many unknowns are analyzed. In
addition, simultaneous injection with DOI requires two sample
vials and twice as much sample. Furthermore, DOI-CE using
traditional equipment is difficult to interface with other tech-
niques, like liquid chromatography (LC) or MS, because each
sample is injected and elutes through both ends of the capillary.32
Previously, the utility of DOI on a microfluidic chip was
reported by Wang et al.49 The results of this work demonstrated
a rapid and simultaneous separation of anions and cations on
a poly(methyl methacrylate) (PMMA) chip with low EOF. The
design of the system was similar to DOI-CE in that the sample
was injected into both ends of the microchannel and the anions
and cations migrated toward each other for detection near the1352 | Analyst, 2010, 135, 1351–1359middle of the microchannel. However, the design used in this
work would be difficult to interface with other techniques and the
possibility of co-detection still exists.
Presented in this paper is a microfluidic device that electro-
phoretically extracts ions from a single hydrodynamic sample
stream and simultaneously separates and detects cations and
anions in two opposing electrophoretic channels, making this
design well suited for applications such as 2D LC-CE separations
and process monitoring. Furthermore, because the analytes are
separated in two different channels it is possible to collect the
separated cations and anions without recombination, and subject
them to further downstream processing or off chip analysis, such
as MS. The device design enables sample injection from
a hydrodynamic flow stream while still achieving good separa-
tion efficiencies through the use of hydrodynamic restrictors
(HDRs) at the entrance to the electrophoretic separation chan-
nels. Additionally, neutral PEG coatings also minimize bulk flow
in the electrophoretic separation channels so electrophoresis is
the dominant force for mass transport. The sample, a mixture of
a cation and anions, is electrokinetically introduced into
a double-tee injector and then hydrodynamically injected by
pumping the sample plug to a sampling intersection using pres-
sure driven flow. As the sample plug passes through the inter-
section the ions are electrophoretically extracted and cations
migrate toward the cathode and anions migrate toward the
anode in two opposing channels with separate outlets that are
not associated with the double-tee injector (see Fig. 1). Extrac-
tion of the anions and cations into their respective separation
channels and adequate suppression of the pressure driven flow
and EOF in the electrophoretic separation channels are
demonstrated. As commonly achieved with ME, the separations
are fast (<1 min) and the separation efficiencies for the fluores-
cent dyes, proteins and peptides, are good (200 to 3000 plates).
This technique also shows the ability to effectively remove the
































































View Onlineproviding equivalent times for the separation of anions and
cations as previously reported for DOI-CE.32,40,47 The extraction
efficiency is also high and is found to be >87% for both anions
and cations, and is compared with a previously reported theo-
retical model that was originally evaluated with an anionic
tracer.50 In summary, the simultaneous separation of anions and
cations into distinct channels in a low EOF system coated to
minimize non-specific adsorption is demonstrated. It is antici-
pated that this device will be used for applications that require
downstream sample processing or off-chip analysis with MS.
Experimental
Chemicals and reagents
Unless otherwise noted all chemicals were purchased from
Sigma-Aldrich (Milwaukee, WI). The running buffer used was
25 mM phosphate buffer, pH 7. The fluorescent dye mixture
consisted of 5 mM rhodamine 123 (R123), 10 mM 6-[fluorescein-
5(6)-carboxamido]hexanoic acid (FLCA), and 20 mM fluorescein
(FL) dissolved in the running buffer. Tetramethylrhodamine-5-
iodoacetamide dihydroiodide (TMRIA) was purchased from
Invitrogen (Carlsbad, CA). The peptide and protein mixture
consisted of 30 mM fluorescein isothiocyanate (FITC) labeled
albumin from bovine serum, 70 mM FITC labeled casein from
bovine milk, 15 mM FITC labeled avidin from chicken egg white,
and 100 mM TMRIA labeled Ac-D-Arg-[Cys-Met-Leu-Asn-Arg-
Val-Tyr-Arg-Pro-Cys]-NH2 (Peptides International, Louisville,
KY). The peptide was labeled in house using the protocol
provided by Invitrogen and purified using C18 SpinTips (Protea
Biosciences Inc., Morgantown, WV). N-(Triethoxysilylpropyl)-
O-poly-(ethylene oxide) urethane (Mw 4000–5000 g/mole) for the
PEG coating solution was purchased from Gelest (Morrisville,
PA). Deionized water was obtained from a Barnstead Interna-
tional NanoPure Infinity (Dubuque, IA) that dispenses water
with a nominal resistivity of 18.3 MU cm.
Device fabrication
A schematic diagram of the microfluidic device used in this work
is shown in Fig. 1. Soda lime glass wafers coated with a layer of
photoresist and a layer of chromium were purchased from Telic
Co. (Valencia, CA). The glass microfluidic device was fabricated
using standard photolithography and wet chemical etching
techniques.51,52 The etched trapezoidal microchannels had a top
width, bottom width, and depth of 100 mm, 50 mm, and 20 mm,
respectively. The HDRs were made using a MP-100-UV micro-
machining system (Oxford Lasers, Oxon UK).51 This micro-
machining system utilizes a frequency doubled copper vapor
laser with emission at 255 nm for ablation. The laser ablation
process created 10 parallel channels with dimensions of 5 mm
wide by 40 mm deep and 10 mm spacing between each channel.
The PEG coating solution, which is used to minimize the
adsorption of proteins to the glass surface, was made according
to previous methods.34 Briefly, 20 mg of the N-(triethoxy-
silylpropyl)-O-poly-(ethylene oxide) urethane was dissolved in
10 mL of extra dry toluene with 10 mL of triethylamine. The
solution was then pumped onto the microfluidic device at a flow
rate of 1 mL min1 for about 2 hours. Next, the PEG solution was
removed from the channels with helium from a pressure vessel atThis journal is ª The Royal Society of Chemistry 2010100 psi. Lastly, the device was cured in an oven overnight
at 60 C.
Microfluidic control and imaging
The microfluidic device was imaged with an Olympus IX 81
epifluorescence microscope (Center Valley, PA) with a Hama-
matsu EM-CCD digital camera (model C9100-12, Bridgewater,
NJ). Detection of the analytes in both channels is achieved with
a single detector. A microscope with an epifluorescence system
allows both channels, which are separated by about 1.3 mm, to
be monitored simultaneously. While only one detector is needed,
the limits of detections (LODs) are somewhat sacrificed, as the
optical system, particularly the 10 objective with a numerical
aperture of 0.3, reduces the signal to noise ratio (S/N). Slidebook
v 4.1 (Denver, CO) was used to analyze the collected data.
In addition, collected images were flat field corrected and back-
ground subtracted using the Slidebook software. Voltages were
controlled using a six electrode power supply that was built in-
house using an EMCO Octo-channel High Voltage System
(Sutter Creek, CA). The sample plug was hydrodynamically
injected using a Kd Scientific syringe pump (model 7803118,
Holliston, MA). Fused silica capillary (100 mm ID, 360 mm OD)
purchased from Polymicro Technologies (Phoenix, AZ) was used
to connect the microfluidic device to a 25 mL syringe (1700 Series
Hamilton, Reno, NV).
Characterization of EOF
The magnitude of the EOF was first determined on an uncoated
microfluidic device by calculating the mobility of rhodamine B,
a neutral marker, similar to a procedure used in our previous
work50 and found to be 3.42 104 cm2 V1 s1. To determine the
degree of suppression of EOF the surface was coated with PEG
and the experiment was repeated. After coating, the mobility of
rhodamine B was found to be 2.48  105 cm2 V1 s1, corre-
sponding to a 92.8% suppression in EOF. Therefore, electro-
phoresis is the dominant mode of transport in the electrophoretic
side channels because of the suppressed of EOF.
Sample introduction, injection and extraction on the microfluidic
device
Simultaneous separation and detection of both cations and
anions are achieved with four distinct processes: (1) the analyte is
electrophoretically introduced into a double-tee injector in the
hydrodynamic main channel (Fig. 2a), (2) the sample plug is
hydrodynamically injected and pumped toward the sampling
intersection (Fig. 2b), (3) the cations and anions are electro-
phoretically extracted into the two opposing separation channels
(Fig. 2c), and (4) the analyte ions are separated and detected in
the electrophoretic channels (Fig. 2d).
Sample introduction into the hydrodynamic channel is
accomplished using the following procedure as shown in Fig. 2.
The sample mixture was first placed in reservoirs A and C
(Fig. 1). A voltage of +3000 V was applied to electrode A while
electrode C was held at ground (Fig. 2a). The application of the
voltage caused the anions and cations to cross-migrate and fill
the double-tee injector due to suppressed EOF. During sample
introduction, electrodes E and F were floating and the syringeAnalyst, 2010, 135, 1351–1359 | 1353
Fig. 2 The stages of the sample injection and separation are shown with an illustration superimposed on a optical micrograph of the device. The entire
device is coated with a neutral PEG coating that reduces protein adsorption and EOF. (a) A sample plug is formed in the hydrodynamic channel as
cations and anions migrate electrophoretically from opposite sample reservoirs. Buffer is pumped from both reservoirs B and D to hydrodynamically
pinch the sample plug. (b) The voltages are switched and the hydrodynamic flow is increased to inject the sample plug toward the sampling intersection.
(c) As the sample plug enters the sampling intersection the cations and anions migrate according to their electrophoretic mobility and are extracted into
































































View Onlinepump is set to a flow rate of 0.05 mL min1. Sample was hydro-
dynamically ‘‘pinched’’ in the double-tee injector using the
syringe pump and excess buffer in reservoir D, approximately
200 mL compared to about 100 mL in all other buffer reservoirs.
To inject the sample plug (Fig. 2b), the syringe pump flow rate
is increased to 0.15 mL min1, electrodes A and C were switched
to float, a voltage of +5000 V was applied to electrode E, and
electrode F was held at ground. These voltages correspond to an
electric field of about 400 V cm1 over the separation channels.
The increased flow rate at the syringe pump causes the sample
plug to be hydrodynamically pumped toward the sampling
intersection and the remaining analyte in channels A and C to be
pushed away from the double-tee injector to help define the
sample plug. As the sample plug enters and passes through the
intersection the anions and cations are extracted into the two
opposing separation channels (Fig. 2c), where the separation of
the anions and cations in the two opposing channels begins
(Fig. 2d). Finally, the anions and cations are detected with
a single CCD camera that images each channel at the two
detection points, a common distance from the sampling inter-
section as shown in Fig. 1.
When the flow rate is increased to 0.15 mL min1 and the
voltages are switched, the image collection with the CCD is
started using the Slidebook imaging software. Electrophero-
grams were acquired using a 10 objective while imaging both
channels simultaneously at the detection point at a distance of
2 cm from the sampling intersection. The images in the stream
acquisition were captured using a 100 ms exposure time with
2  2 binning of the CCD. Regions (88 mm  10 mm) on the
acquired images were created with the Slidebook software at the
detection point in each channel to extract the intensity vs. time
data, which were used to generate the electropherograms.CE separations
For comparison purposes, separations of all samples were
repeated using a Beckman-Coulter P/ACE MDQ Capillary1354 | Analyst, 2010, 135, 1351–1359Electrophoresis System (Fullerton, CA). Two sets of experiments
were performed, one set on a bare fused silica capillary 50 mm ID
 360 mm OD  31 cm, with detection at 21 cm. The 50 mm ID
capillary was used because its cross-sectional area is nearly
equivalent to the cross-sectional area of the microchannels used.
The other set of experiments was performed on a PEG coated
capillary of the same dimensions. The UV photodiode array
(PDA) detector was used for the peptide and protein mixture
with the reported electropherograms recorded at 214 nm. The
laser induced fluorescence (LIF) detector was used for the fluo-
rescent dye mixture with 488 nm excitation and 520 nm emission.
In addition, the experiments were designed such that the electric
field and plug length used for the CE separations were the same
as the parameters used in the microfluidic experiments.Determination of the extraction efficiency
The extraction efficiency (h) or the degree of extraction of ions
from the hydrodynamic stream was determined using a proce-
dure similar to our previous work.50 The extraction efficiency is
defined as the fraction of sample that migrates into the electro-
phoretic channel and is removed from the hydrodynamic flow
stream. The experimental extraction efficiency was determined
from the summed intensities within the orange boxes I2 and I1,
shown in Fig. 1, and calculated using the equation h ¼ 1  I2/I1.
These experimentally derived values were then compared with
the theoretically predicted values using the empirical solution
with a channel aspect ratio of N; similar to our previous work.50Results and discussion
Device design
Presented herein is a microfluidic device for rapid, simultaneous
electrophoretic separation of a mixture of cationic and anionic
proteins, peptides, and dye molecules with suppressed EOF. The
design and function of the microfluidic device share many
characteristics with DOI-CE with two noteworthy differences:This journal is ª The Royal Society of Chemistry 2010
Fig. 3 Injection flow rate vs. migration time. The migration time of
FLCA through the anionic electrophoretic channel is shown as a function
of the hydrodynamic flow rate in the sample introduction channel (which
connects reservoirs B and D). The data indicate that there is no
discernible decrease in the migration time as the hydrodynamic flow rate
is increased from 0.15 mL min1 to 0.50 mL min1. Therefore, the HDRs

































































View Online(1) anions and cations are separated in different channels with
separate outlets, and (2) the sample is extracted from one central
sample stream that is pumped hydrodynamically.
In this system, the entire device is coated with a neutral coating
that reduces adsorption and concomitantly EOF. Therefore,
a typical electrokinetic injection scheme53–61 cannot be used for
injection of both anions and cations, and an alternate scheme is
needed. A number of different injection schemes can be used,
including electrophoretic injection from two reservoirs or flow
gating62–67 used by Jorgenson and others.
Because of the reduced EOF, the cations and anions migrate
into opposite directions in the microchannels. Therefore, injec-
tion of a sample plug that contains both cations and anions is
accomplished by first electrophoretically introducing the
analytes into a double-tee injector from opposing reservoirs
(Fig. 1 and 2a). After formation of the sample band in the central
injection channel the analytes are hydrodynamically pumped to
the sampling intersection as shown in Fig. 2b. As the analyte plug
passes through the sampling intersection, the anions and cations
are electrophoretically extracted, separated and detected in
opposing channels (Fig. 2c and d). Using hydrodynamic flow
allows both anions and cations to be pumped to the sampling
intersection in a single flow stream without an electrophoretic
bias. In fact, at low hydrodynamic injection flow rates the
injection bias can be completely removed because 100% extrac-
tion efficiency is possible with the device design.50
Although use of the pressure driven flow for sample injection
has several advantages, it is important to minimize its deleterious
effects on the electrophoretic separation. An important consid-
eration is the hydrodynamic flow through the electrophoretic
channels must be suppressed to minimize Taylor dispersion. If
Taylor dispersion is significant, it can substantially increase band
broadening and reduce the separation efficiency. Suppression of
the bulk hydrodynamic flow that can degrade the electrophoretic
separation is accomplished with a series of parallel, high aspect
ratio channels. These channels are termed HDRs51 and restrict
the linear hydrodynamic velocity as a function of the width
squared.68
Because of the unique design of the sampling intersection it is
possible that hydrodynamic flow through the electrophoresis
channel could add significant broadening if the HDRs do not
sufficiently suppress the hydrodynamic flow. To investigate
whether the hydrodynamic flow in the sample injection affects
migration through the electrophoretic channels, the hydro-
dynamic flow rate through the central sample introduction
channel was increased from 0.15 mL min1 to 0.50 mL min1 as
shown in Fig. 3. The data shows that the migration time of
FLCA does not vary significantly as the average values for each
flow rate are within one standard deviation (n ¼ 5) of the
migration time at 0.15 mL min1, the experimental flow rate.
Furthermore, if an effect was to be observed, the migration time
of the FLCA should decrease as the flow rate is increased and
this trend is not observed. Therefore, the HDRs suppress the
hydrodynamic flow in the electrophoretic side channels to
a negligible amount for this flow range and consequently the
migration time is independent of the hydrodynamic flow rate
through the main injection channel. As a result, the contribu-
tion to flow from the hydrodynamic pressure is negligible
at 0.15 mL min1.This journal is ª The Royal Society of Chemistry 2010Additionally, the PEG coatings that reduce surface adsorption
also reduce EOF. Consequently the device is designed to work
well with very low EOF, and relies on low EOF for electropho-
retic injection of the anions and cations into opposing channels.
If bulk flow is present, it will cause anions to be injected into the
cation separation channel (channel F) and cations to be injected
into the anion separation channel (channel E). Also the low EOF
allows both the anions and the cations to receive near equivalent
separation times, improving the resolution of the cations as
previously reported for DOI-CE.32,40,47
Another consideration is the amount of sample extracted from
the hydrodynamic flow stream into the electrophoretic separa-
tion should be high. High extraction efficiency ensures the
amount of sample lost is low and the limits of detection are not
increased significantly. As a result, the hydrodynamic flow rate
used to inject the sample plug is critical. It must be fast enough to
prevent excessive longitudinal diffusion of the sample plug and
keep the injection time relatively short, but not so fast that most
of the analyte is washed through the sampling intersection
resulting in low extraction efficiency.
Finally, although not demonstrated here, the two separation
channels with distinct sample inlets and outlets facilitate
coupling with off-column detection such as MS or further
downstream sample processing. This capability is not shared by
DOI-CE and devices with similar designs in which both ends of
the capillary or microchannel are used simultaneously as inlets
and outlets. In other designs both ends of the capillary or
microchannel serve as inlets; therefore direct, physical attach-
ment to the ESI emitter or further downstream sample process-
ing is precluded.Study of band broadening
Ideally, the injection and extraction sequence should introduce
narrow bands into the separation channels and not contribute
significantly to band broadening. To further evaluate the
performance of the microfluidic device, the amount of band
broadening from the different features of the design is investi-
gated. The contribution to broadening from the sample injection
and hydrodynamic flow, HDRs and the turns in the separationAnalyst, 2010, 135, 1351–1359 | 1355
Fig. 4 Representative electropherograms of the separations performed on the PEG coated (low EOF) microfluidic device. Sample injection from a central
channel is achieved, and anions and cations are separated in different channels. An electropherogram of the fluorescent dye mixture is shown in (a), and an
































































View Onlinechannel, and the separation channel itself is determined by
measuring the peak width at half-height (w½) at various locations
along the analyte path. First, the w½ immediately after injection
is measured and found to be 1.00 s. Second, immediately before
the electrophoretic extraction the w½ is measured to be 1.39 s.
Third, w½ after extraction into the electrophoretic channels
through the HDRs and turns is 1.51 s. Fourth, the w½ at the
detection point is measured to be 3.15 s.
The various sources of band broadening contribute to the total




69 From this equation and the peak
widths determined above, the amount of broadening contributed
by hydrodynamic transport through the sample injection channel
is calculated to be 18.2%. The amount of broadening contributed
by the HDRs and turns is 5.6%. Finally, the majority of the
broadening, 76.3%, occurred in the trapezoidal microchannel,
which has been shown to yield lower separation efficiencies than
round capillaries in previous studies.70–74 Although turns can
cause significant broadening,75,76 the broadening from the two
turns is low in this device, which is likely a result of the turns
opposing each other. In addition, the narrow HDR channels
between the turns reduce lateral dispersion. Therefore, the initial
plug length and broadening associated with the sample extrac-




PEG coated microfluidic device Average 201 —
Std. Dev. 19 —
CE separation bare capillary
(with EOF)
Average 22,371 31,454
Std. Dev. 229 4,491
CE separation PEG coated
capillary (no EOF)
Average 5,630 —
Std. Dev. 718 —
1356 | Analyst, 2010, 135, 1351–1359Simultaneous separation of anions and cations on a PEG coated
microfluidic device
Successful injection and separation of anions and cations in
different channels are demonstrated using a mixture of model
fluorophores, and a mixture consisting of a peptide and proteins.
In Fig. 4, representative electropherograms for the separations
performed on the microfluidic device are shown and the corre-
sponding average separation efficiencies and standard deviations
(n ¼ 5) can be found in Table 1. The fluorescent dye mixture
analyzed consists of 3 analytes, one cation (R123) and two anions
(FLCA and FL). The peptide and protein mixture consists of
a TMRIA labeled positive peptide, and FITC labeled BSA,
casein, and avidin all of which are negatively charged at the pH
used.
Based on the electropherograms shown in Fig. 4, the simul-
taneous injection and separation of both cations and anions are
achieved with suppressed EOF. Furthermore, the suppression of
the EOF causes the anions to migrate toward the anode and
cations to migrate toward the cathode as expected. Evaluation of
the device shows that both cations and anions are extracted and
separated in different channels. Furthermore, the anions and
cations are only extracted and detected in their respective sepa-
ration channels as shown in Fig. 4. This lack of cross-detection in
the other channel indicates that the bulk flow throughig. 4–6. The analytes in the table are listed by their elution orders
(plates)
Peptide and proteins
FLCA FL Pos Pep Avidin BSA Casein
3,233 3,440 369 897 309 676
332 392 46 233 165 260
35,082 12,828 74 — 27 18
3,025 1,343 34 — 12 12
21,159 64,233 1,043 1,870 9,545 13,273
1,415 10,242 240 358 4,015 1,867
This journal is ª The Royal Society of Chemistry 2010
Fig. 5 Representative electropherograms of the separations performed with CE in a bare fused silica capillary with EOF. In (a) the separation of the
fluorescent dye mixture, and in (b) the separation of the mixture of peptides and proteins are shown. The dye mixture shows a neutral component from
R123 at about 150 s in (a). The neutral component is not observed in Fig. 4a or 6a because it has no charge and EOF is suppressed in the separation
































































View Onlineelectrophoretic channels is suppressed and electrophoresis
dominates. Additionally, there is a neutral component of the
R123 that is not detected in Fig. 4a, further supporting the
suppression of bulk flow in the electrophoretic channels.
The separation of the fluorescent dye mixture in the PEG
coated microfluidic device is shown in Fig. 4a. Overall, the
separation efficiencies are good with an average efficiency of 201
for the R123 peak and 3,440 for the FL peak (Table 1). The R123
peak width is broader and is tailing, which causes the decreased
efficiency. As shown in Table 1, the average separation efficien-
cies obtained for both of the anionic compounds are greater than
3,000 and the two are baseline resolved even with the short 2 cm
channel.
The true utility of the device is shown in Fig. 4b, in which
a separation of a cationic peptide and anionic proteins is per-
formed at neutral pH in a single injection. Proteins and peptide
are prone to non-specific adsorption and require the use of
coatings that reduce non-specific adsorption, and the neutral
coating used here also reduces the EOF. The microfluidic device
design clearly allows the separation of both anionic and cationic
species even when electrophoresis dominates. The separation
efficiencies of the proteins and peptide are very good and all are
>300 over the short 2 cm separation length. It is likely that lessFig. 6 Representative electropherograms of the separations performed wit
injections using opposite polarities between the separations are required becaus
is shown, and in (b), the separation of a protein and peptide mixture is show
This journal is ª The Royal Society of Chemistry 2010than optimal separation efficiencies are observed due to the
roughness of the channels and the trapezoidal channel cross-
section because most of the broadening occurs in the electro-
phoretic separation channel.Comparison of ME separations with CE
Traditional CE is not capable of simultaneous separation of
anions and cations with coatings that suppress EOF. Therefore,
a direct comparison between the microfluidic device and CE is
not possible, consequently the ME device is compared to CE with
both uncoated and PEG coated capillaries. With the uncoated
capillaries, EOF is high and simultaneous separation of anions
and cations is achieved. With the coated capillaries EOF is
substantially reduced and simultaneous separation of anions and
cations is not possible; as a result the anions and cations are
separated in two different runs with opposite polarity.
Using the bare fused silica capillary, both anions and cations
are injected in a single run due to the high EOF produced at pH 7
as typically observed in CE. The electropherogram of the dye
components is displayed in Fig. 5a with good separation effi-
ciencies being observed (Table 1). Additionally, significant wall
interactions are not observed, although diffusion-limited plugh CE on a PEG coated fused silica capillary with reduced EOF. Two
e of the reduced EOF. In (a), the separation of the fluorescent dye mixture
n.
































































View Onlinelengths are not achieved. In contrast, the peptide and protein
separation on the bare fused silica capillary in Fig. 5b shows
substantial broadening leading to an ineffective separation. The
highest average separation efficiency was only 74 for the positive
peptide, the avidin peak was not observed due to the adsorption,
and none of the analytes are baseline resolved. These results
clearly indicate that simultaneous separation of proteins and
peptides with an uncoated capillary is problematic. The signifi-
cant adsorption that is observed is somewhat expected because
proteins and peptides are well known to experience significant
adsorption when separated on bare fused silica capillaries.
A PEG coated capillary was also used to separate the two
mixtures with CE. When the CE capillary is coated to reduce
non-specific adsorption the EOF is suppressed and two injections
are required to separate the anionic and cationic analytes,
requiring considerably more time to obtain the electrophero-
grams displayed in Fig. 6. The separation efficiencies are the
highest observed as show in Table 1. Probable causes of the
improved separation efficiencies are the smooth cylindrical
capillary surface and the longer separation length. However, two
injections are required that use twice as much sample and the
system is difficult to automate and combine with on-line
processes or integrate into multidimensional separations.Experimental determination of the electrophoretic extraction
efficiency
Because the amount of sample analyzed directly affects the signal
observed, it is crucial to extract as much sample from the
hydrodynamic flow as possible. Therefore, the extraction effi-
ciencies are determined for the anions and cations as they pass
through the intersection. The experimental values are compared
with the theoretical values obtained with a model that we have
previously reported and evaluated using only fluorescein.50
Therefore, this is the first report evaluating the extraction of
cations and anions using proteins and peptides.Fig. 7 The extraction efficiency, h, vs. the flow velocity. The theoretical
curves were generated from the previously reported model and use the
weighted average of the electrophoretic velocities of the analytes in the
two mixtures. The two data points are the experimentally determined
h values calculated from the intensities before and after the sampling
intersection. For the dye molecules, h was experimentally measured to be
0.98 and the theoretical value is within 2.6% of the experimental value for
the conditions used. For the proteins and peptides, h was experimentally
measured to be 0.87 and the theoretical value is within 3.5% of the
experimental value.
1358 | Analyst, 2010, 135, 1351–1359Using the mathematical model from the previous work, the
extraction efficiency was determined from the captured images
and found to be 98% for the fluorescent dye mixture and 87% for
the peptide and protein mixture. The decreased extraction effi-
ciency for the peptide and protein mixture is a result of the lower
electrophoretic mobilities of the analytes compared to the fluo-
rescent dye mixture. Both of the theoretical extraction efficiencies
predicted with the model are within 3.5% of the experimental
values. The theoretical extraction for each analyte mixture as
a function of the hydrodynamic velocity is presented in Fig. 7.
In addition, data points corresponding to the experimentally
determined extraction efficiency are shown on the graph. The
theoretical extraction curve shown in Fig. 7 is based on the
weighted average of the electrophoretic mobilities of the analytes
in the mixtures.Conclusions
The work performed here shows the ability to extract charged
analyte from a hydrodynamic flow stream and rapidly and
simultaneously separates both cations and anions on a PEG
coated microfluidic device with suppressed EOF. The analytes
are injected from a central sample introduction channel, through
which the solution is driven hydrodynamically. The PEG coating
reduces protein and peptide adsorption and the simultaneous
separation of anionic proteins and a cationic peptide is demon-
strated. The HDRs and PEG coating reduce the bulk flow in the
electrophoretic separation channels to negligible levels, which
allows the anions and cations to only be extracted into their
corresponding electrophoretic separation channel. The method
used here also removes the separation bias encountered in
separations that utilize EOF. In addition, the microchannel
design provides simultaneous detection of cations and anions
without the possibility of co-detection associated with DOI-CE
and elution into different reservoirs.
The use of the unique sampling intersection in this device,
previously modeled, enabled the calculation of the extraction
efficiency of the analytes being investigated. The predicted
extraction efficiencies calculated from the mathematical model
for the two samples agreed within 3.5% of experimental values.
Finally, the sampling intersection featured here could find
further use in creating a 2D LC-CE separation that can, if
desired, extract nearly 100% of charged analyte from the effluent
of an HPLC separation and subject it to an additional electro-
phoretic separation.Acknowledgements
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